Antihypertensive drugs are used in the treatment of arterial hypertension, a major risk factor for cardiovascular disease. Poor adherence to antihypertensive drugs is common, often leading to treatment failure.^[@R1]^ Over the last decade, the measurement of antihypertensive drug concentrations in serum or other biological matrices has emerged as an objective assessment of adherence to treatment. Therapeutic drug monitoring (TDM) quantifying the concentration of a drug in serum or plasma may also be used to ensure patient dose optimization. Some evidence suggests that TDM during antihypertensive drug treatment improves adherence and blood pressure control,^[@R2]^ and is most likely cost-effective.^[@R3]^

Blood collection tubes containing separator gel are often used to collect serum or plasma for analysis. Such tubes allow for rapid serum or plasma separation from other blood constituents and are convenient in daily practice. However, during storage, drug adsorption into gel barriers may occur, as has been demonstrated for several drugs.^[@R4]--[@R8]^ Hence, there is concern that the use of gel separator tubes may lead to the measurement of falsely low drug concentrations or false negative results. In TDM of antihypertensive drugs, this could lead to erroneous conclusions regarding appropriate drug dosing or the assessment of the degree of adherence to therapy.

Two recently published studies demonstrated that a drug\'s physico-chemical properties could influence its concentration in gel separator tubes.^[@R9],[@R10]^ Lipophilic substrates such as several antidepressants and antipsychotic drugs seem to be more prone to gel barrier adsorption than hydrophilic substances. According to Steuer et al.,^[@R9]^ when using gel tubes, lipophilic substances with an octanol/water partition coefficient (logP) \>3 and/or a "compatibility factor" (CF) \>20, the latter calculated based on the drug\'s logP value, polar surface area (PSA), and degree of plasma protein binding (PB), should be evaluated by stability studies.

In this study, we compared the serum concentrations of 21 antihypertensive drugs sampled in ordinary (nongel) tubes versus those sampled in gel separator tubes during a 72-hour room temperature storage period. We included the most commonly used antihypertensive drugs in Norway: beta blockers, calcium antagonists, angiotensin II receptor antagonists, angiotensin converting enzyme inhibitors, diuretics, and α~1~-selective alpha blockers. The primary aim was to determine whether the use of gel tubes constitutes a significant pre-analytic source of error in antihypertensive drug concentration assessment. We also tested the hypothesis^[@R9]^ that a drug\'s logP value and CF could reliably predict the extent of concentration loss in gel tubes.

MATERIALS AND METHODS {#s1}
=====================

Chemicals {#s1-1}
---------

Atenolol, carvedilol, diltiazem, doxazosin, irbesartan, lercanidipine, metoprolol, and propranolol were obtained from Sigma Aldrich (St. Louis, MO). Amlodipine, bendroflumethiazide, bisoprolol, candesartan, enalaprilat, hydrochlorothiazide, lisinopril, nifedipine, valsartan, and verapamil were obtained from Toronto Research Chemical Inc (TRC, Toronto, ON, Canada). Canrenone, losartan carboxyl acid (E-3174), and ramiprilat were purchased from Alsachim (Strasbourg, France). Amlodipine-d~4~, bendroflumethiazide-d~5~, bisoprolol-d~5~, candesartan-d~5~, canrenone-d~8~, diltiazem-d~3~, doxazosin-d~8~, enalaprilat-d~5~, hydrochlorothiazide-^13^Cd~2~, irbesartan-d~4~, lercanidipine-d~3~, metoprolol-d~7~, nifedipine-d~6~, ramiprilat-d~3~, valsartan-d~3,~ and verapamil-d~6~ were purchased from TRC (Toronto, Canada). Atenolol-d~7~, carvedilol-d~4~, and propranolol-d~7~ were obtained from Chiron (Trondheim, Norway), and lisinopril-d~5~ and losartan carboxylic acid-d~4~ from Alsachim (Strasbourg, France).

Liquid chromatography--mass spectrometry (LC-MS) grade acetonitrile, and LC-MS grade methanol and CaCl~2~ were obtained from Merck (Darmstadt, Germany). Formic acid for sample preparation (analytical quality) and mobile phase preparation (100% Aristar) were obtained from VWR International (Oslo, Norway).

Ammonium formate (≥99.995% trace metals basis) and ammonium hydroxide solution (28%--30%) were purchased from Sigma Aldrich (Oslo, Norway). The Vacuette plain serum plastic tubes (5 mL, serum sep clot activator) and Vacuette gel plastic tubes (4 mL serum sep clot activator and olefin-based gel) were obtained from Greiner Bio-One (Kremsmünster, Austria). Human blank citrated whole blood was obtained from healthy blood donors not using any medi-cation (St. Olav University Hospital, Trondheim, Norway).

Experimental Set-Up {#s1-2}
-------------------

Stock solutions of analytes were prepared in methanol, further combined, and diluted into 5 sets of working solutions. Preliminary tests showed no effect on drug concentrations if working solutions were diluted in pure water or 1% and 5% methanol. The internal standards were prepared in 20% methanol (vol/vol) in water. In general, drug solutions were prepared as previously described.^[@R11]^ The working solutions (500 µL of each) were used to spike blank whole blood (50 mL) with analytes, to achieve concentrations relevant for therapeutic use (Table [1](#T1){ref-type="table"}). The samples were prepared as documented by Steuer et al.^[@R9]^ Spiked whole blood (4 mL) was either aliquoted into Vacuette plain serum plastic tubes (n = 3) or Vacuette gel plastic tubes (n = 3). Clotting was induced by adding 30 µL of 2 M CaCl~2~ to each tube, after aliquoting drug-spiked whole blood. The test tubes were allowed to clot for 30 minutes and then centrifuged at 2200*g* for 10 minutes. Serum from nongel tubes was transferred into polystyrene (PS) tubes after centrifugation. Serum aliquots were collected at baseline (0 hours) from all tubes. All tubes were stored at room temperature (23 ± 2°C), and another round of serum collection was done after 24 hours (day 1) and 72 hours (day 3). These storage periods were chosen to test realistic sample transportation time to the laboratory, and storage after centrifugation until analyses, for internal (hospital) and external samples, respectively. Analyzing the baseline serum allowed for the flexibility to test whether using gel tubes merely for collection and separation, and not transportation, could be a viable practice. All serum samples were stored at −20°C until analysis.
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Sample Preparation and Analysis {#s1-3}
-------------------------------

Samples were prepared and analyzed following a previously validated and published method.^[@R11]^ Automatic sample preparation was performed using Hamilton ML Star obtained from Hamilton Robotics AB (Bonaduz, Switzerland). The sample preparation (200 µL) included a protein precipitation (600 µL acetonitrile with 1% formic acid) and filtration step, using an Ostro 96-well plate obtained from Waters (Milford, MA). The eluates were collected, evaporated to dryness, and reconstituted in 100 μL of methanol/water (30:70, vol/vol) before injection on an Acquity UPLC BEH C18 (2.1 × 50 mm, 1.7 μm) column obtained from Waters (Milford, MA). The compounds were detected on a Xevo TQ-S tandem-quadrupole mass spectrometer from Waters (Manchester, United Kingdom), equipped with a Z-spray electrospray interface. Positive and negative electrospray ionization was performed in the multiple reaction monitoring mode. All analyte accuracies ranged from −13.7% to +13.2%, and intra- and interday precisions, from 1.1% to 10.5%.

Physico-Chemical Properties {#s1-4}
---------------------------

The logP, PSA, and PB values for all analytes were retrieved from the online PubChem database,^[@R12]^ and the handbook Clarke\'s Analysis of Drugs and Poisons,^[@R13]^ as well as the Summary of Product Characteristics of each drug. The CF was calculated using the formula proposed by Steuer et al.^[@R9]^

Statistical Analyses {#s1-5}
--------------------

Independent sample *t*-tests were used to compare mean drug concentrations for samples stored in nongel versus those stored in gel tubes, at each time point (0, 24, and 72 hours), and the mean drug concentrations between baseline (0 hours after centrifugation) and 72 hours, for samples stored in gel tubes. Unequal variances were assumed if the Levene test for equality of variances showed a significant difference. Statistical testing was performed when the relative difference in concentration was \>10%, defined as the minimal difference to have possible clinical significance. Associations between the physico-chemical properties of analytes and their relative concentration loss in gel versus nongel tubes after 72 hours were assessed using Spearman rank correlation tests. Two-sided *P*-values \<0.05 were considered significant. Statistical analyses were performed with SPSS v23 from IBM (Armonk, NY).

RESULTS {#s2}
=======

The mean serum concentrations of 21 antihypertensive drugs after storage in gel tubes and nongel tubes are shown in Table [1](#T1){ref-type="table"}. None of the analytes showed any substantial concentration differences between gel and nongel tubes at baseline (0 hours after centrifugation; day 0), or after 24 hours of room temperature storage (day 1). After 72 hours of storage (day 3), the following drugs showed \>10% lower concentrations in gel tubes, compared with nongel tubes: verapamil \[−43.2%; 95% confidence interval (CI), −61.3% to −25.4%; *P* = 0.009\], lercanidipine (−29.3%; CI, −42.4% to −16.2%; *P* = 0.003), diltiazem (−19.3%; CI, −28.2% to −10.4%; *P* = 0.004), canrenone (−17.8%; CI, −33.5% to −2.6%, *P* = 0.037), and bendroflumethiazide (−12.8%; CI, −17.8% to −6.2%; *P* = 0.005). For the remaining analytes, the measured concentrations were stable in both types of tubes.

The changes in verapamil, lercanidipine, diltiazem, and canrenone concentrations are illustrated in Figure [1](#F1){ref-type="fig"}. The concentrations decreased significantly in gel tubes after 72 hours of storage, compared with the baseline, for verapamil (−39.3%; CI, −52.3% to −26.2%; *P* = 0.001), lercanidipine (−30.4%; CI, −55.4% to −5.6%; *P* = 0.027), and canrenone (−14.9%; CI, −26.3% to −3.9%; *P* = 0.020). No concentration loss was observed in nongel tubes, for verapamil, lercanidipine, or canrenone. Diltiazem showed significant concentration loss (*P* \< 0.001) in both tube types, howbeit higher in gel tubes. Bendroflumethiazide showed a significant concentration loss (\>50%) in both gel and nongel tubes (*P* \< 0.001) after 72 hours of storage.

![Time-dependent changes in serum concentrations for the antihypertensive drugs lercanidipine, verapamil, diltiazem, and canrenone (the active metabolite of spironolactone) during 72 hours (3 days) of storage on gel tubes versus standard (nongel) tubes. Error bars show SD.](tdm-42-335-g003){#F1}

In a separate test, high and low sample volumes were compared to investigate whether analyte concentration could be affected by sample volume. Serum samples were prepared as described in the material and method section. Gel tubes were stored with either 350 µL or 2 mL for 72 hours. Serum aliquots were also collected at baseline (day 0). After 72 hours of storage, the concentrations of verapamil, lercanidipine, and canrenone in the gel tubes containing 350 µL of serum were 35%, 88%, and 50% lower, respectively, compared with those containing 2 mL of serum. The concentrations of all other analytes were similar, irrespective of sample volume.

The relationship between potentially relevant physico-chemical properties of the analytes, and the relative concentration difference between gel and nongel tubes after 72 hours of storage, is shown in Figure [2](#F2){ref-type="fig"}. No statistically significant correlations were found for logP, PSA, degree of PB, or CF. However, a weak trend toward a higher concentration difference between the gel and nongel tubes with smaller PSA, and higher logP, PB, and CF, may be inferred from the trend line slopes. Lercanidipine and verapamil, which showed the largest concentration loss in gel tubes (as indicated with the letters "L" and "V", respectively, in Fig. [2](#F2){ref-type="fig"}), having logP values of 6.4 and 3.8, and CF values of 35.2 and 20.3, respectively.

![Scatter plots showing the correlation between physico-chemical variables \[octanol/water partition coefficient (logP), plasma PB, PSA, and the CF\] and the relative concentration difference between gel and nongel tubes after 72 hours of at room temperature storage for 21 antihypertensive drugs. CF is calculated as (logP)^2^ × PB/PSA. The vertical dotted lines represent the suggested cut-off values for CF (3.0) and logP (20) to warrant investigation of possible gel tube effects.^[@R9]^ L, lercanidipine; V, verapamil.](tdm-42-335-g004){#F2}

DISCUSSION {#s3}
==========

For most antihypertensive drugs, the 72 hours serum gel tube storage had no significant influence on drug concentration. Notable exceptions included the calcium channel blockers verapamil and lercanidipine, which exhibited substantial concentration loss after 72 hours of gel tube storage. Our results also suggest a certain effect of gel tube storage on the concentration of the aldosterone antagonist canrenone (the active metabolite of spironolactone), howbeit to a smaller degree. Diltiazem and bendroflumethiazide concentrations decreased substantially in both gel and nongel tubes, confirming earlier observations that these 2 substances are generally unstable at room temperature.^[@R11]^

Although no statistically significant correlation was observed between drug physico-chemical properties and their concentration differences between the gel and nongel tubes, our findings are in accordance with the theoretical rationale that lipophilic and highly protein bound drugs are most affected by gel tube storage. Using a lower logP limit of 3 and a lower CF limit of 20 would identify the drugs with the most substantial concentration losses; verapamil and lercanidipine. This supports the proposition by Steuer et al^[@R9]^ that these cut-offs may be used to decide which drugs should be further evaluated for gel tube effects. However, several other drugs, not subject to concentration losses in gel tubes, also had values above these limits (Fig. [2](#F2){ref-type="fig"}). Thus, by using only these limits, specificity is low. The other variables; PB and PSA, were less suitable in specifically pin-pointing verapamil and lercanidipine, although they play a role in CF calculations.

We found no evidence that concentration loss mainly takes place during day 1 of gel tube storage, contrary to the findings of Steuer et al.^[@R9]^ From Figure [1](#F1){ref-type="fig"}, the concentration loss of verapamil in gel tubes seemed to accelerate after day 1. This finding is somewhat puzzling, because it would be reasonable to assume that drug adsorption into gel would be higher in the beginning, and that gel saturation, or at least gel/serum equilibrium, will gradually take place.^[@R9]^ This seems to contradict the hypothesis that the binding capacity of the gel can be saturated at the drug concentrations used in this study. However, the aim of this experiment was not to investigate this matter, and the time points and measurements are too few to draw firm conclusions.

This study had some limitations that should be acknowledged. For instance, only one concentration of each drug was tested, and it is not known whether the degree of concentration loss would be different for other concentrations. Nevertheless, the concentrations chosen were those typically seen after therapeutic usage of these drugs, and we would not expect that the results should be principally different for other concentrations within the therapeutic range. It should be noted that only one specific type of gel tube was tested, hence the results cannot necessarily be extrapolated to tubes containing other gel types. Another factor that could be more thoroughly examined is the influence of the volume stored in the gel tubes. It seems that for analytes with lipophilic properties, drug adsorption to the gel is more extensive with low serum volumes. Finally, all experiments were conducted at room temperature, and cannot be excluded that higher or lower temperatures during transport to the laboratory would affect the degree of drug loss subject to gel adsorption.

CONCLUSIONS {#s4}
===========

In TDM of most antihypertensive drugs, serum tubes containing separator gels may be used. For concentration measurements of verapamil, lercanidipine, and canrenone, nongel serum tubes should preferably be used, although minimal concentration loss is expected if the serum is transferred to gel-free tubes immediately after centrifugation. Diltiazem and bendroflumethiazide are unstable at room temperature, regardless of storage medium, and samples should be refrigerated until analysis.
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